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Effects of saliva collection using cotton swabs on
melatonin enzyme immunoassay
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Abstract

Background: Although various acceptable and easy-to-use devices have been used for saliva collection, cotton
swabs are among the most common ones. Previous studies reported that cotton swabs yield a lower level of
melatonin detection. However, this statistical method is not adequate for detecting an agreement between cotton
saliva collection and passive saliva collection, and a test for bias is needed. Furthermore, the effects of cotton
swabs have not been examined at lower melatonin level, a level at which melatonin is used for assessment of
circadian rhythms, namely dim light melatonin onset (DLMO). In the present study, we estimated the effect of
cotton swabs on the results of salivary melatonin assay using the Bland-Altman plot at lower level.

Methods: Nine healthy males were recruited and each provided four saliva samples on a single day to yield a total
of 36 samples. Saliva samples were directly collected in plastic tubes using plastic straws, and subsequently
pipetted onto cotton swabs (cotton saliva collection) and into clear sterile tubes (passive saliva collection). The
melatonin levels were analyzed in duplicate using commercially available ELISA kits.

Results: The mean melatonin concentration in cotton saliva collection samples was significantly lower than that in
passive saliva collection samples at higher melatonin level (>6 pg/mL). The Bland-Altman plot indicated that cotton
swabs causes relative and proportional biases in the assay results. For lower melatonin level (<6 pg/mL), although
the BA plots didn’t show proportional and relative biases, there was no significant correlation between passive and
cotton saliva collection samples.

Conclusion: Our findings indicate an interference effect of cotton swabs on the assay result of salivary melatonin
at lower melatonin level. Cotton-based collection devices might, thus, not be suitable for assessment of DLMO.

Background
Melatonin, produced by the pineal gland [1,2], has often
been assessed for determination of human circadian
phase as dim light melatonin onset (DLMO) [3-6].
Assessing salivary melatonin has recently been used as
an alternative method for blood analysis because the
level of salivary melatonin is correlated with that of
blood melatonin [7]. Furthermore, collecting salivary
samples is less intrusive and easier for participants than
collecting urine and blood samples.
Although various acceptable and easy-to-use devices

have been used for saliva collection, cotton swabs are
among the most common. However, previous studies
have reported that cotton swabs yield low levels of

melatonin [8,9]. In these studies, saliva samples were
collected by spitting into a clear bottle (passive saliva
collection), and exogenous melatonin was artificially
added to the samples and loaded on cotton swabs (cot-
ton saliva collection). Thus, the cotton swabs were not
placed into the mouth; those studies were defined as ‘in
vitro’ experiments. In contrast, Weber et al. [8] collected
saliva samples using cotton swabs placed into the
mouth (’in vivo’ experiment) and examined the effect on
the melatonin assay result. They demonstrated a redu-
cing effect of the cotton swabs on the salivary melatonin
assay result. They suggested that the difference between
the ‘in vitro’ and ‘in vivo’ experiments may be due to
the presence of high molecular-weight proteins
(mucins), which may cover the cotton swabs and pre-
vent binding of melatonin to the cotton swabs. How-
ever, our previous ‘in vitro’ study indicated subject-
specific variability in the effect of cotton swabs on
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salivary cortisol assay results [10]. This finding implies
variability in the presence of mucins between saliva
samples; some saliva samples may contain a small
amount of mucins. Thus, an ‘in vitro’ experiment is
appropriate for demonstrating the effect of cotton
swabs.
Weber et al. [8] examined the effect of cotton swabs

on ‘natural’ endogenous melatonin as an ‘in vitro’
experiment. However, the effect was demonstrated at a
higher level (>9.8 pg/mL), whereas DLMO thresholds of
many studies were lower than 6 pg/mL [11-14]. Weber
et al. [8] also indicated that the recovery rates of exo-
genous and endogenous melatonin from cotton swabs
were different. Furthermore, earlier studies [8,9] have
estimated melatonin recovery from cotton swabs. This
statistical method is not adequate for detecting an
agreement between the two measurement methods, i.e.
cotton saliva collection and passive saliva collection,
hence a test for bias is needed [9]. In the present ‘in
vitro’ study, we estimated the effect of cotton swabs on
the lower level (<6 pg/mL) of salivary endogenous mela-
tonin assay results, the agreement between collection
methods and the bias caused by cotton swabs.

Methods
Subjects
Nine healthy males (age, 20-31 years) were included
after obtaining written consent. The subjects had no
medical conditions that would interfere with the results.
All subjects were non-smokers and were instructed to
abstain from alcohol for 1 day as well as from caffeine,
food and brushing their teeth for 2 h before the samples
were collected.

Saliva sample collection
Each subject provided four saliva samples at night (2200
h to 0100 h) for a total of 36 samples. The saliva sam-
ples were collected under dim conditions (<30 lx)
because melatonin secretion is acutely suppressed by
bright light [15]. As an ‘in vitro’ study, saliva samples
were directly collected in clear sterile plastic tubes using
sterile plastic straws. A 1-mL aliquot of each saliva sam-
ple was pipetted onto a Salivette® cotton swab (Sarstedt
K. K., Tokyo, Japan) (cotton saliva collection) and into
clear sterile plastic tubes (passive saliva collection). All
saliva samples were centrifuged at 1500× g for 5 min at
room temperature and then frozen at -30°C until being
assayed.

Salivary melatonin assay
The melatonin levels were analysed in duplicate using
commercially available ELISA kits (Direct Saliva Melato-
nin ELISA; Bühlmann Laboratories, Allschwil, Switzer-
land), and the mean values of the duplicates were used

for analysing the results. The kit sensitivity was 0.5 pg/
mL. The intra- and inter-assay coefficients of variation
were 12.6% and 22.9%, respectively.

Statistics
The mean salivary melatonin levels were compared
using a two-tailed paired t-test. Pearson’s correlation
coefficients were calculated between the passive saliva
collection and cotton saliva collection samples. Bland-
Altman (BA) plots [16] were used to detect agreement
and bias. Statistical analyses were performed using SPSS
version 16.0 (SPSS, Chicago, IL, USA). A p value <0.05
was considered statistically significant.

Results
Table 1 shows the mean and standard deviation of the
melatonin concentrations and Pearson’s correlation coef-
ficient (r) for the lower (<6 pg/mL) and higher (>6 pg/
mL) melatonin levels. The mean melatonin concentra-
tions of all samples were significantly different between
the passive and cotton saliva collections. The correlation
between collection methods was significant (Figure 1a).
No significant difference was observed for the mean
lower-level melatonin concentrations between the cotton
and passive saliva collections. Cotton saliva collection
samples were not significantly correlated with passive sal-
iva collection samples (Figure 1b). Although the mean
higher-level melatonin concentration from the cotton sal-
iva collection was significantly lower than that from pas-
sive saliva collection, a significant correlation was
observed between the collection methods (Figure 1c).
The 95% confidence intervals (CIs) for the difference

between cotton and passive saliva collection samples
(the difference of C-P) was not zero in the BA plots of
all samples, indicating a relative bias caused by the cot-
ton swabs (Figure 2a); the CI extended from -0.0001 to
-22.598. A proportional bias caused by cotton swabs was
indicated because the average and the C-P difference
from the BA plots were significantly correlated. For the
lower level (Figure 2b), the CI extended from 2.323 to
-2.5708, and no significant correlation between the aver-
age and the C-P difference was observed. No relative or
proportional biases were observed for the lower level.

Table 1 Pearson’s correlation coefficient (r) and
concentrations of passive saliva (P) and cotton saliva (C)
melatonin for all, lower-level (<6 pg/mL), and higher-
level (>6 pg/mL) samples

Mean and standard deviation (SD) r

P (pg/mL) C (pg/mL) P vs. C

<6 pg/mL 3.14 (1.10) 3.04 (1.04) 0.01

>6 pg/mL 24.22 (14.82) 4.91 (1.55)** 0.44*

All 15.43 (15.40) 4.13 (1.63)** 0.62**

**p < 0.01.

Kozaki et al. Journal of Circadian Rhythms 2011, 9:1
http://www.jcircadianrhythms.com/content/9/1/1

Page 2 of 4



The CI for the higher level extended from -0.001 to
-38.606, and a significant correlation was observed
between the average and the C-P difference (Figure 2c).
Thus, the higher-level BA plots indicated relative and
proportional biases.

Discussion
A significantly low melatonin concentration was obtained
from the cotton saliva collection in all samples compared
with that from passive saliva collection, and the decreas-
ing rate was 26.8%. This finding is in accordance with the

Figure 1 Scatter plots of melatonin concentrations between
passive and cotton saliva collection for all (a), lower-level (b),
and higher-level (c) samples.

Figure 2 BA plots of passive and cotton saliva collection for all
(a), lower-level (b), and higher-level (c) samples.
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results of earlier studies [8,9]. In addition, the BA plots
indicated a relative bias. Although cotton saliva collection
was significantly correlated with passive saliva collection,
the BA plots indicated that the cotton swabs introduced
a proportional bias. The average of P and C was nega-
tively correlated with the differences in C-P (Figure 2),
and the correlation coefficient was very high (r = 0.99).
The higher-level samples showed similar findings for all
samples, indicating that cotton swabs absorb melatonin
molecules in proportion to the higher melatonin concen-
tration (>6 pg/mL).
For the lower melatonin level (<6 pg/mL), although

the BA plots did not show proportional and relative
biases, no significant correlation was observed between
passive and cotton saliva collection samples. These find-
ings indicate that cotton swabs caused a depression and
an elevation in the assay results. Some substances con-
tained in the cotton may non-specifically link or cross-
link with the specific antibody used for the assay [17].
Although no evidence exists, a cotton-induced non-spe-
cific linking and/or cross linking may have slightly ele-
vated the assay result, causing an interference effect of
the cotton swabs for the lower melatonin level.
The ‘in vivo’ experiment by Weber et al. [8] demon-

strated a low effect of cotton swabs at higher melatonin
levels (>9.8 pg/mL). They argued that high molecular-
weight proteins (mucins) in saliva may have prevented
the binding of melatonin to cotton. However, our pre-
sent lower melatonin level (<6 pg/mL) findings indicate
that cotton swabs may elevate the assay result. Thus,
cotton-based collection devices may be inappropriate for
assessing DLMO.
The present findings indicate the effects of collecting

saliva on cotton swabs on assay results. In particular,
cotton swabs did not result in a depressed assay result
for the lower melatonin level, whereas lower concentra-
tions were obtained on cotton swabs with the higher
melatonin level, as in earlier studies [8,9]. In contrast,
these devices are useful for saliva collection because
they can provide pure samples. Thus, non-cotton-based
devices such as polyester are recommended [8].

Author details
1National Institute of Occupational Safety and Health, 6-21-1 Nagao, Tama-
ku, Kawasaki 214-8585, Japan. 2Faculty of Engineering, Chiba University, 1-33
Yayoi-cho, Inage-ku, Chiba 263-8522, Japan. 3Graduate school of Design,
Kyushu University, 4-9-1 Shiobaru, Minami-ku, Fukuoka, Japan. 4Faculty of
Design, Kyushu University, 4-9-1 Shiobaru, Minami-ku, Fukuoka, Japan.

Authors’ contributions
All authors participated in design, acquisition of data, analysis and
interpretation of data, and manuscript preparation. They approved the
manuscript.

Competing interests
The authors declare that they have no competing interests.

Received: 18 October 2010 Accepted: 10 January 2011
Published: 10 January 2011

References
1. Reiter RJ: Pineal melatonin: cell biology of its synthesis and of its

physiological interactions. Endocr Rev 1991, 12:151-180.
2. Arendt J: Melatonin and the pineal gland: influence on mammalian

seasonal and circadian physiology. Rev Reprod 1998, 3:13-22.
3. Canton JL, Smith MR, Choi HS, Eastman CI: Phase delaying the human

circadian clock with a single light pulse and moderate delay of the
sleep/dark episode: no influence of iris color. J Circadian Rhythms 2009,
7:8.

4. Lewy AJ, Cutler NL, Sack RL: The endogenous melatonin profile as a
marker for circadian phase position. J Biol Rhythms 1999, 14:227-236.

5. Smith MR, Eastman CI: Phase delaying the human circadian clock with
blue-enriched polychromatic light. Chronobiol Int 2009, 26:709-725.

6. Grundy A, Sanchez M, Richardson H, Tranmer J, Borugian M, Graham CH,
Aronson KJ: Light intensity exposure, sleep duration, physical activity,
and biomarkers of melatonin among rotating shift nurses. Chronobiol Int
2009, 26:1443-1461.

7. Voultsios A, Kennaway DJ, Dawson D: Salivary melatonin as a circadian
phase marker: validation and comparison to plasma melatonin. J Biol
Rhythms 1997, 12:457-466.

8. Weber JM, Lo ES, Unger I, Cooper TB: Melatonin in saliva: sampling
procedure and stability. Poster presented at the 11th Annual Meeting of the
Society for Light Treatment and Biological Rhythms (SLTBR) Old Town
Alexandria, VA, USA 1999.

9. Groschl M, Kohler H, Topf HG, Rupprecht T, Rauh M: Evaluation of saliva
collection devices for the analysis of steroids, peptides and therapeutic
drugs. J Pharm Biomed Anal 2008, 47:478-486.

10. Kozaki T, Hashiguchi N, Kaji Y, Yasukouchi A, Tochihara Y: Effects of saliva
collection using cotton swab on cortisol enzyme immunoassay. Eur J
Appl Physiol 2009, 107:743-746.

11. Revell VL, Burgess HJ, Gazda CJ, Smith MR, Fogg LF, Eastman CI: Advancing
human circadian rhythms with afternoon melatonin and morning
intermittent bright light. J Clin Endocrinol Metab 2006, 91:54-59.

12. Crowley SJ, Acebo C, Fallone G, Carskadon MA: Estimating dim light
melatonin onset (DLMO) phase in adolescents using summer or school-
year sleep/wake schedules. Sleep 2006, 29:1632-1641.

13. Figueiro MG, Rea MS: Evening daylight may cause adolescents to sleep
less in spring than in winter. Chronobiol Int 2010, 27(6):1242-58.

14. Figueiro MG, Rea MS: Lack of short-wavelength light during the school
day delays dim light melatonin onset (DLMO) in middle school students.
Neuro Endocrinol Lett 2010, 31(1):92-6.

15. Lewy AJ, Wehr TA, Goodwin FK, Newsome DA, Markey SP: Light
suppresses melatonin secretion in humans. Science 1980, 210:1267-1269.

16. Bland JM, Altman DG: Measuring agreement in method comparison
studies. Statistical Methods in Medical Research 1999, 8:135-160.

17. Shirtcliff EA, Granger DA, Schwartz E, Curran MJ: Use of salivary biomarkers
in biobehavioral research: cotton-based sample collection methods can
interfere with salivary immunoassay results. Psychoneuroendocrinology
2001, 26:165-173.

doi:10.1186/1740-3391-9-1
Cite this article as: Kozaki et al.: Effects of saliva collection using cotton
swabs on melatonin enzyme immunoassay. Journal of Circadian Rhythms
2011 9:1.

Kozaki et al. Journal of Circadian Rhythms 2011, 9:1
http://www.jcircadianrhythms.com/content/9/1/1

Page 4 of 4

http://www.ncbi.nlm.nih.gov/pubmed/1649044?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/1649044?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9509985?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9509985?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19615064?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19615064?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19615064?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10452335?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10452335?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19444751?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19444751?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19916841?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19916841?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9376644?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9376644?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18325706?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18325706?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18325706?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19727799?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19727799?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16263827?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16263827?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16263827?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17252895?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17252895?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17252895?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/20653452?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/20653452?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/20150866?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/20150866?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/7434030?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/7434030?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10501650?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10501650?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11087962?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11087962?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11087962?dopt=Abstract

	Abstract
	Background
	Methods
	Results
	Conclusion

	Background
	Methods
	Subjects
	Saliva sample collection
	Salivary melatonin assay
	Statistics

	Results
	Discussion
	Author details
	Authors' contributions
	Competing interests
	References


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /All
  /Binding /Left
  /CalGrayProfile (Gray Gamma 2.2)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /Warning
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /Warning
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /Warning
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e55464e1a65876863768467e5770b548c62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc666e901a554652d965874ef6768467e5770b548c52175370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA (Utilizzare queste impostazioni per creare documenti Adobe PDF adatti per visualizzare e stampare documenti aziendali in modo affidabile. I documenti PDF creati possono essere aperti con Acrobat e Adobe Reader 5.0 e versioni successive.)
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020be44c988b2c8c2a40020bb38c11cb97c0020c548c815c801c73cb85c0020bcf4ace00020c778c1c4d558b2940020b3700020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken waarmee zakelijke documenten betrouwbaar kunnen worden weergegeven en afgedrukt. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents suitable for reliable viewing and printing of business documents.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


